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Background: Home care ventilators hold a prominent place in the world of mechanical ventilation, and careful 
selection of ventilator modes and settings profoundly impact patient outcomes. In addition to patient factors, 
exhalation valves can generate expiratory resistance (ER) and can increase work-of-breathing and contribute to auto-
PEEP. Analyzing ER on new homecare ventilators is crucial to patient care. The purpose of this study is to analyze the 
affects of tidal volume (Vt) and PEEP on ER on the Pulmonetic LTV® 1200 homecare ventilator. 
 
Method: ER was measured on the Pulmonetic LTV® 1200 (LTV) homecare ventilator. The LTV was attached to the 
Hans Rudolph Electronic Breathing Simulator (HR 1101) using Pulmonetic’s non-heated circuit. Pressure and flow 
transducers (Hans Rudolph 4700 series) were calibrated using DT Foundry software and a Downs CPAP generator. 
Both transducers were placed before the exhalation valve, and ER was calculated using the equation (P1-P2/V). P1 = 
pressure before the exhalation valve, P2 = ambient pressure after the exhalation valve, and V = flow in liters per 
second. The ventilator was placed in volume A/C mode, frequency 12 breaths/minute, using tidal volumes (Vt) of 
300, 500, 700, and 900 mL, ER was measured and recorded at each change. This process was repeated with set PEEP 
levels of 8, 11, and 14 cmH2O. 
Results: See Table 1.Table 1: 
 
 
Conclusion: As expected, this study found that ER changed when Vt and PEEP were manipulated. The values for ER 
in this study are consistent with previous studies which reported ER values of 2.1 – 159.0 cmH2O/L/sec for modern 
intensive care ventilators. The apparent inconsistency of expiratory resistance values at Vt 500 ml and 900 ml was 
possibly due to a defect in sampling methods--insufficient time devoted to letting the LTV stabilize after adjusting 
Vt. Future studies should utilize a longer sampling period. Overall, additional studies are necessary to thoroughly 
evaluate expiratory resistance in the clinical setting since patient variables may also impact expiratory resistance. 
 
